A 74-year old was considered for atrioventricular (AV) nodal ablation in view of atrial fibrillation (AF) with poorly controlled ventricular rate despite being on amiodarone. Targeted AV nodal ablation was successfully performed after identifying the target site for ablation by reviewing an ultra high-density map of the His region produced by automatic electrogram annotation.
A 74-year old was referred to us for atrioventricular (AV) nodal ablation in view of atrial fibrillation (AF) with poorly controlled ventricular rate despite being on amiodarone. The patient already had a CRT-pacemaker implanted. Electroanatomical mapping using a novel ultra-high density mapping system (Rhythmia TM, Boston Scientific) was conducted as previously described [1, 2] . A decapolar catheter was placed in the coronary sinus (CS) for timing reference. A mini basket (1.8 cm diameter), containing 8 splines of 8 electrodes (total 64 electrodes, 2.5 mm spacing) is used to collect mapping data in the system. The system allows automatic acquisition of electrograms and location information based on a predefined set of beat acceptance criteria, and stores them for later review. Despite the presence of a right ventricular and coronary sinus pacemaker leads, the mapping catheter could be moved within the atrial and ventricular cavities under fluoroscopic guidance. Voltage and activation maps of the right atrial septum were acquired simultaneously with the mapping system capable of automatic signal annotation. A total of 2.315 mapping points were acquired in 4:23 minutes from 98 heart beats. The window of interest for signal annotation was changed from the atrial to the His potential, and the voltage range was set to 0.05 mV -0.5 mV to detect lowamplitude signals [ Figure 1 ].
The target location for ablation was selected in the review mode by assessing the largest His signal with a small atrial potential acquired during mapping. A single pulse of 70 Watts and 70ºC (nonirrigated 4mm tip catheter) led to complete atrioventricular block and subsequent backup-pacing by the CRT-pacemaker. Total fluoroscopy time was 58 seconds with a dose of 100 cGycm 2 . 
Discussion
To the best of our knowledge, this is the first report documenting the use of a novel ultrahigh-density mapping system in a patient for AV nodal ablation. The suggested approach is unique as (1) a high-density right atrial septum map was rapidly acquired and automatically annotated, and (2) by changing the window of interest to the His potential, low voltage potentials were automatically detected and correctly annotated allowing for a pre-specified and targeted ablation. Future work will determine if this approach is also useful for the detection of other low voltage potentials like late potentials in ventricular tachycardia ablation or pulmonary vein potentials for gap identification after pulmonary vein isolation.
